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an explosion tube, two dry batteries, an induction coil, and two level bottles. The absorbing pipettes are so constructed that the gas must traverse the absorbing liquid. Bement (ibid.,
p. 1252) adds to this apparatus an india-rubber pump for squirting the absorbing liquid into the gas.
Earnhardt and Rand-
}^\\                           all (Z.fUrckem.Afpar-
\ F  |F I                                  atenkunde, 1908,,p. 337)
describe an Orsat apparatus in which the measuring-tube is closed at the top by a six-way cock, to the capillary tubes of which the absorbing pipettes are radially joined.
Siebert and Kiihn, of Cassel, sell an apparatus made on the place of the Gasmotorenfabrik
D
FIG. 45.
Deutz, containing four absorbing pipettes of special construction which turn on a brass plate, so as to be connected in rotation with the burette.
The apparatus of Wencelius (Stahl u. Eisen, 1902, p. 664; sold by Strohlein & Co., of Diisseldorf) contains two burettes, holding 100 c.c. each, one of them for readings from o to 50, the other from 50 to 100 c.c., and absorbing pipettes for carbon dioxide and oxygen.
L. M. Dennis (/. Ind. and Engin. Ckem., Dec. 1912) describes an absorption bottle shown in Fig. 45. The gas mixture enters the pipette through the capillary A (the stopcock being in position I), and passing downward through the capillary, escapes at B. It then rises, and in so doing follows